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Simultaneous Multislice Diffusion-Weighted Imaging of the Kidney
A Systematic Analysis of Image Quality
David Kenkel, MD,* Borna K. Barth, MD,* Marco Piccirelli, PhD,† Lukas Filli, MD,* Tim Finkenstädt, MD,*
Cäcilia S. Reiner, MD,* and Andreas Boss, MD, PhD*
Objectives: The aims of this study were to implement a protocol for simulta-
neous multislice (SMS) accelerated diffusion-weighted imaging (DWI) of the
kidneys and to perform a systematic analysis of image quality of the data sets.
Materials and Methods: Ten healthy subjects and 5 patients with renal masses
underwent DWI of the kidney in this prospective institutional review board–
approved study on a 3 T magnetic resonance scanner. Simultaneous multislice
DWI echo-planar sequences (acceleration factors [AFs] 2 and 3) were compared
with conventional echo-planar DWI as reference standard for each acquisition
scheme. The following 3 acquisition schemes were applied: comparison A, with
increased number of acquisitions at constant scan time; comparison B, with re-
duction of acquisition time; and comparison C, with increased slice resolution
(constant acquisition time, increasing number of slices). Interreader reliability
was analyzed by calculating the intraclass correlation coefficient (ICC). Qualita-
tive image quality features were evaluated by 2 independent radiologists on a
5-point Likert scale. Quantification accuracy of the apparent diffusion coeffi-
cients (ADCs) and signal-to-noise ratios (SNRs) were assessed by region of inter-
est analysis. Furthermore, lesion conspicuity in the 5 patients was assessed using
a 5-point Likert scale by 2 independent radiologists.
Results: Interreader agreement was substantialwith an ICCof 0.68 for the overall
image quality and an ICC of 0.73 for the analysis of artifacts. In comparison A,
AF2 resulted in increased SNR (P < 0.05) by 21% at stable image quality scores
(image quality: P = 0.76, artifacts: P = 0.21). In comparison B, applying AF2, the
scan time could be reduced by 46% without significant reduction in qualitative
image quality scores (P = 0.059) or SNR (P = 0.126). In comparison C, slice res-
olution could be improved by 28% using AF2 with stable image quality scores
and SNR. In general, AF3 resulted in reduced image quality and SNR. Signifi-
cantly reduced ADC values were observed for AF3 in comparison C (cortex:
P = 0.003; medulla: P = 0.001) compared with the standard echo-planar imaging
sequence. The conventional DWI and the SMS DWI with AF2 showed stable le-
sion conspicuity ([AF1/AF2]: reader 1 [1.8/1.4] and reader 2 [1.8/1.4]). The le-
sion conspicuity was lower using AF3 (reader 1: 2.2 and reader 2: 1.8).
Conclusions: In conclusion, SMS DWI of the kidney is a potential tool to sub-
stantially reduce scan time without negative effects on SNR, ADC quantification
accuracy, and image quality if an AF2 is used. Although AF3 results in even
higher scan time reduction, a negative impact on image quality, SNR,ADC quan-
tification accuracy, and lesion conspicuity must be considered.
KeyWords: simultaneous multislice, diffusion-weighted imaging, DWI, kidney,
image quality
(Invest Radiol 2016;00: 00–00)
D iseases of the kidney are a common reason for hospitalizationand ambulant treatment. Chronic kidney disease (CKD) was
ranked as 18th most important cause of death in 2010 with an increas-
ing tendency over the last decades,1 and currently, more than 2 million
people receive treatment worldwide.2 Furthermore, kidney cancer is
with 338,000 new cases diagnosed in 2012, the 12th most common
cancer worldwide.3
Diffusion-weighted imaging (DWI) is a potent diagnostic tool
for the assessment of a variety of kidney pathologies; DWI allows the
early detection of dysfunction in renal allografts4 and diabetic nephrop-
athy.5 Another field of application of DWI is the detection6 and evalu-
ation7 of infections of the kidney, and DWI may be used for the
assessment of the severity of CKD during the course of the disease.8,9
Furthermore, DWI enables to characterize renal lesions,10 including re-
nal cell carcinoma subtypes,11,12 and to distinguish among different
types of solid renal tumors.13 Nevertheless, the ability of DWI to dif-
ferentiate between benign and malignant renal tumors, however, re-
mains controversial.12,14,15 Although DWI bears this broad variety
of potential applications, it is not yet part of most clinical routine
protocols, which might be caused mainly by 2 reasons: first, the lack
of standardization of DWI acquisitions and the consecutive diffi-
culty of the differentiation of benign and malignant renal lesions
based on apparent diffusion coefficient (ADC) values and, second, the
relatively long acquisition time.
Recent advances in magnetic resonance imaging (MRI) tech-
niques such as simultaneous multislice (SMS) diffusion imaging, also
known as multiband or slice-accelerated MRI, might contribute to the
application of DWI in the clinical routine because it bears the potential
to drastically reduce scan time. The fundamental idea behind slice-
accelerated imaging is to simultaneously excite multiple slice planes
at once. Because these slices would otherwise show aliasing, sophisti-
cated readout techniques such as CAIPIRINHA (controlled aliasing in
parallel imaging results in higher acceleration)16,17 and a blip strategy
according to Setsompop et al18 have to be applied.
Up to date, for the kidney, a systematic analysis of image quality
and acquisition parameters using an SMS DWI sequence has not been
performed. The objective of this study was to optimize a kidney DWI
protocol using an SMS sequence with different acceleration factors
(AFs) for (a) improved signal-to-noise ratio (SNR) at identical scan
time, (b) shorter acquisition time, or (c) higher slice resolution at iden-
tical scan time and to evaluate the different acquisition protocols regard-
ing image quality, available SNR, and quantitative ADC differences.
MATERIALS AND METHODS
Study Population
In this institutional review board–approved study, 10 healthy
subjects (6 men and 4 women) were prospectively examined. The mean
age was 30.8 ± 7.4 years and ranged between 25 and 50 years. In aver-
age, the participants had a weight of 72.4 ± 15.7 kg (range, 54–105 kg)
and a height of 177 ± 11.8 cm (range, 158–200 cm). The study was ap-
proved by the local ethics committee, and all volunteers gavewritten in-
formed consent for the measurements and the evaluation of the acquired
data. Moreover, 5 patients were evaluated in this study including
3 patients with simple cysts and 2 patients with solid enhancing masses
under active surveillance (differential diagnosis: renal cell carcinoma;
differential diagnosis: oncocytoma). Patients did not report discomfort
due to accelerated sequences.
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Magnetic Resonance Imaging
All image data were acquired on a 3 T Siemens MRI scanner
(MAGNETOM Skyra; Siemens Healthcare, Erlangen, Germany)
equipped with parallel transmit technology. The sequenceswere applied
in free breathing. The volunteers were scanned in supine position, and a
32-element spine matrix coil and an 18-element body matrix coil were
used for signal reception.
The acquisition parameters of a single-shot spin-echo echo-planar
imaging (EPI) sequence capable of SMS were optimized regarding the
strategies mentioned hereafter; a conventional DWI EPI sequence was
applied as reference standard. The SMS sequence used the previously
published blipped CAIPIRINHA technique and the slice GRAPPA
(generalized autocalibrating partially parallel acquisition) reconstruc-
tion technique.16–18 The AF determined the number of simultaneously
excited slices.
Three different sequence optimization schemes were applied
to achieve:
A. Increase in SNR: by increase in AF, increase in number of averages,
acquisition time constant;
B. Reduce acquisition time: by increase in AF; and
C. Increase slice resolution: by increase in AF and investing the time
that is gained in a reduced slice thickness and increased number of
slices, thereby improving spatial resolution and keeping SNR stable
by increasing the number of averages.
Each optimization scheme was carried out for AF2 and AF3;
moreover, a conventional DWI sequence was acquired as reference
standard. Table 1 gives an overview of the acquisition parameters of
the compared sequences. For all sequences, SPAIR (spectral attenuated
inversion recovery) fat saturation was applied with previous standard
automatic shimming.
Evaluation of Image Quality
Image quality of the DWI trace images of the high b-value
(800 s/mm2) was evaluated by 2 independent radiologists with 10 years
TABLE 1. Summary of All Scan Parameters
Scan Parameter Sequence a1 Sequence a2 Sequence a3 Sequence b1/c1 Sequence b2 Sequence b3 Sequence c2 Sequence c3
Echo time, ms 65 65 65 65 65 65 65 65
Repetition time, ms 7.200 3.700 2400 6.600 3.300 2.400 4.200 3.600
FoV read, mm 400 400 400 400 400 400 400 400
FoV phase, % 78.1 78.1 78.1 78.1 78.1 78.1 78.1 78.1
In-plane resolution, mm2 2.1  2.1 2.1  2.1 2.1  2.1 2.1  2.1 2.1  2.1 2.1  2.1 2.1  2.1 2.1  2.1
Slice thickness, mm 5 5 5 5 5 5 4 3
No. slices 42 42 45 42 42 45 54 69
Bandwidth, Hz/px 1736 1736 1736 1736 1736 1736 1736 1736
Fat saturation SPAIR SPAIR SPAIR SPAIR SPAIR SPAIR SPAIR SPAIR
Shim Standard Standard Standard Standard Standard Standard Standard Standard
In-plane parallel imaging GRAPPA 2 GRAPPA 2 GRAPPA 2 GRAPPA 2 GRAPPA 2 GRAPPA 2 GRAPPA 2 GRAPPA 2
Slice acceleration — Factor 2 Factor 3 — Factor 2 Factor 3 Factor 2 Factor 3
Diffusion mode 3-scan trace 3-scan trace 3-scan trace 3-scan trace 3-scan trace 3-scan trace 3-scan trace 3-scan trace
b-values (averages), s/mm2 0 (1); 50 (1)
400; (2);
800 (4)
0 (2); 50 (2)
400; (4);
800 (8)
0 (2); 50 (3)
400; (6);
800 (12)
0 (2); 50 (2)
400; (4);
800 (8)
0 (2); 50 (2)
400; (4);
800 (8)
0 (2); 50 (2)
400; (4);
800 (8)
0 (3); 50 (3)
400; (6);
800 (12)
0 (4); 50 (4)
400; (8);
800 (16)
Acquisition time, min:s 3:14 3:13 3:15 5:23 2:55 2:14 5:15 5:59
Scan parameters for comparison A (sequence a1, a2, a3): different AF, constant scan time. Scan parameters for comparison B (sequence b1/c1, b2, b3): maximal re-
duction of acquisition time. Scan parameters for comparison C (sequence b1/c1, c2, c3): constant acquisition time, increasing number of slices, and decreasing slice thick-
ness. The standard EPI sequences are highlighted in gray.
FoV indicates field of view; SPAIR, spectral attenuated inversion recovery; GRAPPA, generalized autocalibrating partially parallel acquisition.
FIGURE 1. Typical ROI placement in the renal cortex and medulla is
shown on the diffusion-weighted images with a b-value of 50 s/mm2
(A) and on the corresponding ADC maps (B).
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and 4 year of experience. A 5-point Likert scale was used to rate the
occurrence of artifacts (1 indicates no artifacts; 2, mild artifacts; 3,
moderate artifacts; 4, severe artifacts; and 5, not diagnostic) and
the overall image quality (1 indicates excellent; 2, good, not affect-
ing interpretation; 3, moderate, potentially affecting interpretation; 4,
poor, definitely affecting interpretation; 5, not diagnostic). In addition, the
frequency of artifacts was counted from the pooled data from both readers.
Furthermore, image quality was quantitatively assessed by cal-
culating the SNR using the subtraction method.19 Two stacks of images
with identical scanning settings were acquired and subtracted thus gen-
erating a difference/noise image. The mean of the original images was
used to measure the signal.20 The regions of interest (ROIs) were placed
in pars intermedia of the kidneys as shown in Figure 1. The mean ROI
size in the cortex was 3.98 ± 1.27 cm2 and that in the medulla was
0.77 ± 0.28 cm2. In addition, the SNR per timewas calculated by divid-
ing the SNR by the acquisition time.
Quantitative ROI Analysis of ADC Values
To evaluate the comparability, ADC maps were automatically
calculated by the sequence, and ADC values were measured using an
ROI analysis of renal cortex and medulla. The ROIs were placed in pars
intermedia of the kidneys as shown in Figure 1. The mean values and
the standard deviations of the ADC values were calculated and com-
pared with the literature values.
Statistical Analysis
Continuous variables were summarized by using means and
standard deviations. Categorical variables were summarized as counts
and proportions. The distribution of data was assessed with the
Kolmogorov-Smirnov test. The SNR and ADC values were compared
for every sequence usingMann-WhitneyU test with Bonferroni correc-
tion for multiple comparisons. Furthermore, interreader reliability was
analyzed by calculating the intraclass correlation coefficient (ICC).
The interpretation of the ICC values was done according to Kundel
and Polansky21: values of 0.81 to 1.00 indicate almost perfect; 0.61
to 0.80, substantial; 0.41 to 0.60, moderate; 0.21 to 0.40, fair; and
less than 0.20, poor agreement. Statistical analysis was performed
with the SPSS 22.0 software package (IBM SPSS Statistics, version
22, IBM Corp, Somers, NY). A P value of less than 0.05 was
considered significant.
Initial Experience With Lesion Conspicuity
Lesions were assessed on the ADC map by 2 independent radi-
ologists with 10 years and 4 year of experience on a 5-point Likert-
scale (1 indicates excellent conspicuity compared with surrounding
tissue; 2, good conspicuity compared with surrounding tissue, not
affecting interpretation; 3, moderate conspicuity compared with sur-
rounding tissue, potentially affecting interpretation; 4, faint conspicuity
TABLE 2. Mean Values, Standard Deviations, and P Values of ADC Values From All Different Acquisition Protocols
Sequence ADC Cortex (10−3 mm2/s) P: SMS vs Standard EPI ADC Medulla (10−3 mm2/s) P: SMS vs Standard EPI
a1 2.08 ± 0.12 1.86 ± 0.11
a2 2.06 ± 0.12 0.49 1.83 ± 0.11 0.23
a3 2.04 ± 0.12 0.28 1.84 ± 0.16 0.45
b1/c1 2.04 ± 0.09 1.84 ± 0.08
b2 2.08 ± 0.15 0.18 1.84 ± 0.10 0.97
b3 2.00 ± 0.13 0.18 1.85 ± 0.13 0.85
c2 2.04 ± 0.11 0.84 1.84 ± 0.08 0.80
c3 1.96 ± 0.12 0.003 1.75 ± 0.12 0.001
ADC indicates apparent diffusion coefficient; SMS, simultaneous multislice; EPI, echo-planar imaging.
FIGURE 2. Typical examples of images acquired with different AF are displayed. In addition, a typical artifact with decreased signal intensity in the upper
kidney pole caused by slice acceleration (AF3, white arrow) is shown. In pars intermedia, no such artifact can be observed.
Investigative Radiology • Volume 00, Number 00, Month 2016 Simultaneous Multislice DWI of the Kidney
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compared with surrounding tissue, definitely affecting interpretation;
and 5, lesion cannot be differentiated from surrounding tissue).
RESULTS
Data were acquired for all volunteers successfully, and no data
set had to be excluded. As an incidental finding of the anatomical anal-
ysis, 1 subject exhibited atrophy of the left lower pole of the kidney. In
general, quantitative analysis showed mean ADC values that ranged
from 1.96 ± 0.12 (10−3 mm2/s) to 2.08 ± 0.12 (10−3 mm2/s) for
the renal cortex and 1.75 ± 0.12 (10−3 mm2/s) to 1.86 ± 0.11 (10
−3 mm2/s) for renal medulla. Table 2 gives an overview of the mean
ADC values of renal cortex and medulla for all sequences. Interreader
agreement for all sequences was substantial with an ICC of 0.68 for
the overall image quality and an ICC of 0.73 for the analysis of artifacts.
Figure 2 shows examples of image acquisitions also depicting a typical
artifact with decreased signal intensity in the upper kidney pole caused
by slice acceleration.
Comparison A: Different AF, Increased Averages,
Constant Acquisition Time
Table 3 gives an overviewof the qualitative and quantitative eval-
uation of image quality, and Figure 3 depicts the results of comparison
A. The SMS sequences a2 and a3 showed no significant difference in
the presence of artifacts and in the overall image quality compared with
the standard sequence a1. Signal-to-noise ratio was significantly higher
using an AF2 (P = 0.002), whereas the SNR of the SMS sequence with
AF3 and the standard sequence was similar (P = 0.13).
Comparison B: Maximal Reduction of Acquisition Time
Only the sequence using an AF3 showed a significant degrada-
tion of image quality in the reader scores compared with the standard
sequence (artifacts: P = 0.003; image quality: P = 0.003), whereas the
AF2 sequence (b2) exhibited stable reader scores. The SMS se-
quence with AF2 (b2) exhibited similar SNR compared with the ref-
erence sequence (b1), whereas the sequence with AF3 (b3) had a
significantly lower SNR compared with the standard sequence
(P = 0.002). The SNR/time for sequence b1/c1 was 3.77/min, for se-
quence b2 6.44/min (increase by 70.8%), and for sequence b3 7.13/min
(increase by 89.1%). Table 3 gives an overview of the qualitative and
quantitative evaluation of image quality, and Figure 4 depicts the results
of comparison B.
Comparison C: Constant Acquisition Time, Increasing
Number of Slices, and Decreasing Slice Thickness
The image quality scores showed a significantly reduced image
quality using the slice AF3 (artifacts: P = 0.006; image quality:
TABLE 3. Results of the SNR and Image Quality Analysis
Sequence Image Quality Artifacts No. Artifacts (n) SNR
Comparison A: different AF, constant scan time
Sequence a1, AF1, averages 1/2/4 2.00 ± 0.73 1.60 ± 0.88 0 15.6 ± 2.2
Sequence a2, AF2, averages 2/4/8 1.80 ± 0.83 1.65 ± 0.93 0 18.9 ± 2.9
Sequence a3, AF3, averages 3/6/12 2.25 ± 0.91 1.95 ± 1.05 2 15.6 ± 3.2
Comparison B: maximal reduction of acquisition time
Sequence b1/c1, AF1, AT 5:23 min 1.63 ± 0.90 1.42 ± 0.77 1 20.3 ± 3.3
Sequence b2, AF2, AT 2:55 min 1.90 ± 0.97 1.55 ± 0.69 1 18.8 ± 3.6
Sequence b3, AF3; AT 2:14 min 2.50 ± 0.83 2.10 ± 0.91 1 15.9 ± 3.7
Comparison C: constant acquisition time, increasing no. slices, and decreasing slice thickness
Sequence b1/c1, AF1, ST 5 mm 1.63 ± 0.90 1.42 ± 0.77 1 20.3 ± 3.3
Sequence c2, AF2, ST 4 mm 1.68 ± 0.75 1.53 ± 0.77 2 20.1 ± 3.6
Sequence c3, AF3, ST 3 mm 2.55 ± 0.83 2.55 ± 0.94 1 18.4 ± 4.5
The mean and standard deviation are shown for all sequences.
SNR indicates signal-to-noise ratio; AF, acceleration factor.
FIGURE 3. Comparison A (different AF, increased averages, constant acquisition time): depiction of the mean of image quality scores (arbitrarily units),
SNR, and effect of artifacts. In general, a score of 1 means best image quality; a value of 5 means worst image quality. Error bars indicate standard
deviation; a.u. indicates arbitrarily units.
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P = 0.003). Comparing the SMS sequences and the standard sequence,
no significant differences were observed in SNR values. A summary of
the results of comparison C for the qualitative and quantitative evalua-
tion of image quality is shown in Table 3 and Figure 5.
Frequency of Artifacts (Pooled Data From
Both Readers)
The number of all acquired sequences for all volunteers in this
study is 80 sequences (20 standard sequences and 60 SMS sequences).
In 9/80 sequences, artifacts were observed that affected the depiction of
the kidneys, which in all cases was a reduction of the signal in the upper
pole of the kidney. The presence of relevant artifacts (artifact score ≥
3) is shown in Table 3. The majority of artifacts were observed on
SMS sequences: 8 of the 9 sequences showing artifacts were SMS se-
quences and one a standard sequence.
Initial Experience With Lesion Conspicuity
Table 4 shows the results of the readout of the lesion conspicuity
of different renal lesions. While the conventional DWI and the SMS
DWIwith AF2 showed the same lesion conspicuity ([AF1/AF2]: reader
1 [1.8/1.4] and reader 2 [1.8/1.4]), the lesion conspicuity in contrast
was lower using AF3 (reader 1: 2.2 and reader 2: 1.8). Figure 6 shows
an example of a solid renal mass (patient 2) with decreased lesion
conspicuity with a decreased area of diffusion restriction on the image
acquired with AF3.
DISCUSSION
Several studies have shown the benefit of SMSDWI for different
tissues such as the breast,22 the skeletal muscle,19 and the liver.23–25
This is the first study assessing the image quality of SMS DWI for
the depiction of the kidney.
In this study, the effects of different acquisition parameters on the
image quality for SMS DWI of the kidneys were systematically ana-
lyzed. We showed that SMS DWI sequences can be used to (1) increase
the SNR (comparison A) at constant scan time using an AF2/increased
averages, (2) decrease scan time with temporal SNR efficiency (com-
parison B) thereby preserving comparable image quality using an
AF2, and (3) increase slice resolution (comparison C) at constant scan
time applying an AF2. At the moment, AF3 results in a substantially re-
duced image quality in all acquisition schemes. Comparing our results
on ADC quantification to previous studies on DWI measurements of
the kidneys,4,5,10,11,13,15,26–31 the obtained ADC values are in line with
reported data (compare Table 5) mostly in the lower range of the pub-
lished ADC values. In our study, we showed that SMS can cause lower
ADC values compared with standard sequences when an AF3 is cho-
sen. Therefore, when comparing renal ADC values, this effect must
be taken into account either by only comparing ADC values from
FIGURE 4. Comparison B (maximal reduction of acquisition time): depiction of themean of image quality scores, SNR, and effect of artifacts. In general, a
score of 1 means best image quality; a value of 5 means worst image quality. Error bars indicate standard deviation; a.u. indicates arbitrarily units.
FIGURE 5. Comparison C (constant acquisition time, increasing number of slices, and decreasing slice thickness): depiction of themean of image quality
scores, SNR, and effect of artifacts. In general, a score of 1means best image quality; a value of 5meansworst imagequality. Error bars indicate standard
deviation; a.u. indicates arbitrarily units.
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sequences with identical AF (eg, within the same institution) or by ap-
plying a respective correction factor to the data. This finding is substan-
tial for the clinical applicability of SMS DWI because different
pathologies might have different thresholds depending on the pre-
existing illnesses of the patient (eg, diabetic nephropathy5 or severity
of CKD8,9). However, this assumption needs to be proven in further
studies. In addition, a higher volume of the patient, for example, caused
by ascites and obesity, would reduce SNR because the increased dis-
tance of inner organs from the receiver coils in obese patients reduces
the signal. However, the extent of this effect on SNR and the consecu-
tive impact on diagnostic accuracy at different AF remain to be
further investigated.
Furthermore, our findings concerning the SNR/time are in ac-
cordance with previous studies evaluating SMS DWI in other organs:
with an AF2 in muscle of 50% to 60%19 and in breast tissue of 61%22
increase in SNR/time (our study 70.8%) and with an AF3 in muscle of
80% to 90%19 and in breast tissue of 104%22 increase in SNR/time
(our study 89.1%).
Despite the even higher SNR/time that an AF3 offers compared
with AF2, the resulting artifacts render the image quality nondiagnostic.
In general, the sequencewould even allow for AF4, which we, however,
did not evaluate due to the little likelihood of a beneficial outcome. At
the moment, we consider an AF2 to be the best compromise between
ADC quantification accuracy, scan time, and image quality. However,
we assume that—due to the rapid progress in the development of
SMS sequences—soon even higher AF will become feasible. It must
be pointed out that an increase of nearly 100% of SNR/time using an
AF3 corresponds to the change from 1.5 T to 3.0 T magnetic field
strength. This increase in field strength initially resulted in numerous
challenges with artifacts due to B0 field inhomogeneity, higher specific
absorption rates, and B1 interferences, which however mostly have
been resolved within recent years.
The reduced scan time might be helpful for diffusion schemes
that are known to have long acquisition times such as intravoxel inco-
herent motion34 or diffusion tensor imaging, for example, whole-body
applications.35 Furthermore, the reduced scan time might be used for
respiratory triggering, potentially improving image quality compared
with shallow breathing.
There are some limitations to our study. First, this study was per-
formed on a 3 T MR scanner only, and no comparison to a 1.5 Tor 7 T
MR scanner was performed and, therefore, the image quality at other
field strength remains unknown. Setsompop et al18 could show that
the unaliasing of simultaneously acquired slices might be better at
7 T. Furthermore, it is known that susceptibility artifacts decrease at
lower field strength; therefore, SMS DWI at 1.5 T presumably exhibits
even less artifacts.
Second, the main objective of our study was to assess the image
quality of SMS DWI in the kidney of healthy volunteers. Further, we
TABLE 4. Lesion Conspicuity of Different Renal Lesions in 5 Patients
Patient Number (Type of Lesion)
ADC
AF1 AF2 AF3
Reader 1 Reader 2 Reader 1 Reader 2 Reader 1 Reader 2
Patient 1 (RCC/oncocytoma) 3 2 3 2 3 2
Patient 2 (RCC/oncocytoma) 1 1 1 1 2 1
Patient 3 (simple cyst) 1 1 1 1 1 1
Patient 4 (simple cyst) 2 1 2 1 2 2
Patient 5 (simple cyst) 2 2 2 2 3 3
Mean (SD) 1.8 (0.84) 1.4 (0.55) 1.8 (0.84) 1.4 (0.55) 2.2 (0.84) 1.8 (0.84)
Five-point Likert scale: 1 indicates excellent conspicuity compared with surrounding tissue; 2, good conspicuity compared with surrounding tissue, not affecting
interpretation; 3, moderate conspicuity compared with surrounding tissue, potentially affecting interpretation; 4, faint conspicuity compared with surrounding tissue,
definitely affecting interpretation; and 5, lesion cannot be differentiated from surrounding tissue.
ADC indicates apparent diffusion coefficient; RCC, renal cell carcinoma.
FIGURE 6. Example of a solid renal mass (patient 2): ADC map shows decreased lesion conspicuity with a decreased area of diffusion restriction on the
image acquired with an AF3.
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assessed lesion conspicuity in a limited number of patients with differ-
ent renal lesions. Although we could show with our initial experiences
that lesion conspicuity tends to be lower at AF3 and AF2 showed stable
lesion conspicuity compared with conventional DWI, further studies are
needed to assess the value of DWI for different pathologies.
In conclusion, SMS DWI of the kidney is a potential tool to re-
duce the scan time or increase slice resolution without negative effects
on SNR, ADC quantification accuracy, and image quality, if moderate
slice acceleration with AF2 is applied. Moreover, it might be used to
slightly increase SNR at constant scan time. Although AF3 results in
an even higher reduction in scan time, it exhibits a negative impact on
SNR, ADC quantification, and image quality and thus potentially af-
fecting lesion conspicuity.
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TABLE 5. Range of ADC Values of Our Study and the Literature
Values of ADC Values of Renal Cortex and Medulla
Study
ADC Renal Cortex
(10−3 mm2/s)
ADC Renal Medulla
(10−3 mm2/s)
Kiliçkesmez
et al32
2.08 ± 0.22 1.94 ± 0.18
Chow et al33 2.58 ± 0. 53 2.09 ± 0.55
Park et al4 2.10 ± 0.12 1.99 ± 0.14
Suo et al26 2.17 ± 0.14 to 2.38 ± 0.19 1.99 ± 0.16 to 2.20 ± 0.17
This study 1.96 ± 0.12 to 2.08 ± 0.12 1.75 ± 0.12 to 1.86 ± 0.11
ADC indicates apparent diffusion coefficient.
Investigative Radiology • Volume 00, Number 00, Month 2016 Simultaneous Multislice DWI of the Kidney
© 2016 Wolters Kluwer Health, Inc. All rights reserved. www.investigativeradiology.com 7
                                            Copyright © 2016 Wolters Kluwer Health, Inc. Unauthorized reproduction of this article is prohibited.                                                                   
                                            This paper can be cited using the date of access and the unique DOI number which can be found in the footnotes.
